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FOREWORD

1. This military standard is approved for usc by all Departments and Agencies of the Department
of Defense.

2. Beneficial comments (recommendations, additions, deletions) and any pertinent data which may
be of usc in improving this document should be addressed to AGMC/MLSR, 813 Irving-Wick Dr
W, Newark AFB OH 43057-0001, by using the Standardization Document Improvement Proposal
(DD Form 1426) appearing at the end of this document or by letter.
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1. SCOPE

1.1 Purpose. This standard describes the requirement to provide a means for calibration and measurement
traceability of all system, subsystem, and equipment parameters that must bc measured to ensure system
and equipment operational integrity and accuracy. It describes the process of establishing measurement
traceability from actual system and equipment level measurement requirements to the National Institute of
Standards and Technology (NIST) or other approved measurement sources. These measurement
requirements are traced through properly selected and calibrated test, measurement, and diagnostic
equipment (TMDE) or appropriate measurement sensors, through individual Military Department or
commercial calibration facilities, to approved national measurement standards.

1.2 Applicability. The requirements of this standard apply to all systems, subsystems, and equipment that
require measurement of any type to ensure proper operation.

1.2.1 Application guidance

a. When Logistics Support Analysis (LSA), MIL-STD-1388-1 and Logistics Support Analysis Record
(LSAR), MIL-STD-1388-2, are compliance documents on an acquisition program, the requirements of this
standard should be an integral part of the LSA/LSAR effort. Data developed as a result of this standard
should be documented in and become part of the LSA documentation and LSAR. Work accomplished and
data dcveloped shall not duplicate any other effort or data developed by the contractor.

b. When LSA and LSAR are exempted or their application tailored to exempt development of the data
roquircments in this standard, this standard can become an independent compliance document on the
acquisition program and tailored in accordance with the contract.

2. APPLICABLE DOCUMENTS

2.1 General. The documents listed in this section are specified in sections 3, 4, and 5 of this standard.
This section does not include documents cited in other sections of this standard or recommended for
additional information or as examples. While every effort has becn made to ensurc the completeness of this
list, document users are cautioned that they must meet all specified requirements document cited in sections
3, 4, and 5 of this standard, whether or not they are listed.

2.2 Government documents

2.2.1 Specifications. standards and handbooks. The following standards and handbooks form a part of
this document to the extent specified herein. Unless otherwise specified, the issues of these documents are
those listed in the issue of the Department of Defense Index of Specifications and Standards (DoDISS) and
supplement thereto, cited in the solicitation (see 6.2).

STANDARDS
DEPARTMENT OF DEFENSE
MIL-STD-1388-1 - Logistics Support Analysis

MIL-STD-1388-2 - Logistics Support Analysis Record
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HANDBOOK
DEPARTMENT OF DEFENSE
MIL-HDBK-300 - Military Handbook, Technical Information Filc of Support Equipment

(Unless otherwise indicated, copies of above military standards and handbooks are availablc from the
Standardization Documents Order Desk, 700 Robbins Avenue, Building 4D, Philadciphia, PA 19111-
5094))

2.2.2 Other Government documents, drawings, and publications.  The following other Government
documents, drawings, and publications form a part of this document to the extent specified hercin.  Unless
otherwisc specified, the issues are those cited in the solicitation.

Technical Manual TMDE Calibration Notcs. Maintcnancc Data
Collection Codces, Calibration Measurement Summaries, Transportable
Field Calibration Unit Configuration and Automatic Calibration Systcm
Supportable Equipment

Technical Manual TMDE Calibration Manual TMDE Calibration
Intcrval Technical Order and Work Unit Code Reference Guide

TB 43-180 - Calibration and Rcpair Requircments for thc Maintcnance of Army
Material

Metrology Requircments List

U.S. Marine Corps Electronics Test Equipment Listing

Technical Manual, Calibration Standards and Associatcd Equipment
Navy Calibration Equipment List (NCE)

TO 33K-1-100-1

TO 33K-1-100-2

NAVAIR 17-35MTL-1
TM-10510-14/1

TO 33K-1-101
NAVAIR 17-35NCE-1

(Copies of Air Force TO 33K-1-100-1, 33K-1-100-2, Army TB 43-180, NAVAIR 17-35MTL-1, TO
33K-1-101, or NAVAIR 17-35NCE-1 should be obtained as dirccted by the contracting officcr. The
Marine Corps Technical Manual is available from HQMC, Tcchnical Manual Scc., Washington, DC
20380-0001.)

2.3 Order of precedence. In the event of a conflict between the text of this standard and the references
cited herein, the text of this standard shall take precedence. Nothing in this standard, howcver, supcrscdes
applicable laws and regulations unicss a specific exemption has been obtained.

3. DEFINITIONS

3.1 Calibration. A comparison between items of equipment, one of which is a measurcment standard of
known accuracy, to detcct, correlate, adjust, and report any variation in the accuracy of the other item(s).

3.2 Support Equipment (SE). All equipment used in calibration and maintcnance support of mission and
operational equipment. Support equipment that providcs for mcasurement traccability is usually designated
as TMDE.
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3.3 Test, Measurement, and Diagnostic Equipment (TMDE). Any system or device used to test, measure,

cvaluatc, inspect, or otherwisc cxamine materials, supplics, equipment, or a system to identify or isolate (or
both) any actual or potcntial malfunction, or to determine compliance with specifications established in
technical documents (rescarch, development, test, and evaluation documents; specifications; enginecring
drawings: tcchnical orders).

3.4 Mcasurcment Traccability. The ability to relate individual measurement results through an unbroken
chain of calibrations to a common recognized source. This is achieved by tracking a required system or
cquipment mecasurcment accuracy through a more accurate measurcment device that has been calibrated by
a higher accuracy standard (as used in a Military Department calibration facility), ultimately reaching a
recognized national standard.

3.5 Test Accuracy Ratio (TAR). The maximum permitted error of the unit to be mcasured or calibrated
divided by the maximum known crror of thc measuring or gencrating device used to perform the
mcasurement. For example, if it is required that a system or equipment output parameter be accurate to
8% (maximum permitted error) and the known accuracy (maximum known error) of the measuring device
used to measure the output parameter is 2%, then the TAR is 4.

3.6 Military Dcpartment Calibration Facility. A military laboratory or equivalent facility that posscsses
and uses measurement standards and performs calibration and repair of TMDE.

3.7 Logistics Support Analysis (LSA). The selective application of scientific and enginecring efforts
undcrtaken during the acquisition process, as part of the system engincering and design process, to assist in
complying with supportability and other Integrated Logistics Support (ILS) objectives. (MIL-STD-1388-
1, Logistics Support Analysis). The LSA process is a planned scries of tasks performed to examinc all
clements of a proposed system to detcrmine the logistics support required to keep that system useable for its
intcnded purposc; and to influcncc the design so both the system and support can be provided at an
affordablc cost.

3.8 Logistics Support Analysis Record (LSAR). Documentation resulting from performance of LSA task
conducted under MIL-STD-1388-1 and MIL-STD-1388-2.

3.9 Support Equipment Recommendation Data (SERD). A rcport uscd to identify and justify support

cquipment requircments.

3.10 Calibration and Mcasurcment Requircments Summary (CMRS). A report which details the

measurement requirements of a system, subsystem, or equipment: the test, mcasurement, and diagnostics
cquipment (TMDE); and the calibration standards and equipment required to assure traceability of all
measurements through the individual Military Department's metrology and calibration programs to
approved National Standards.

3.11 Automatic Test Equipment (ATE) Unit Under Test (UUT) Interface. The point located on the ATE

where all input and output signals arc accessible for conncction to an cxternal UUT or calibration standard.
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4. GENERAL REQUIREMENTS

4.1 Assess test and measurement requirements. The contractor shall asscss system and equipment test
and measurement requirements during all phases of design, development, and production. The contractor
shall identify all parameters that must be measured to ensure proper and accuratc operation of the system
and equipment. The system shall be designed to reduce maintenance by keeping the frequency, number,
and duration of the tests required to verify proper system operation to a minimum.

4.2 Ensure accessibility of parameters. The contractor shall, by designing for testability, ensurc ready
accessibility of parameters which must be measured to verify proper and accuratc system and equipment
operation.

4.3 Ensure technical documentation verifies required parameters. The contractor shall ensure that the

system, equipment, and recommended support equipment technical documentation provide for measurement
or verification of all parameters that must be measured in order to assure proper and accurate operation of
the system and equipment.

4.4 Calibration support and measurement traceability. The contractor shall consider calibration support

and mcasurement traceability of system, subsystem, and equipment measurement requirements during all
design, development, and production phases of the contract. This effort shall be maintained to current
system and equipment configuration during performance of the contract and shall include all support
TMDE.

4.5 Impose provisions of this document to subcontractors. The contractor shall impose the provisions of

this document on subcontractors and associate contractors. Parameters developed by subcontractors and
associate contractors in Section 5 shall be maintained and integrated into the total requirements by the
contractor.

5. DETAILED REQUIREMENTS

5.1 System, subsystem, and equipment measurement parameters.

5.1.1 Assessment of parameters. The contractor shall assess all system, subsystem, and equipment
parameters that must be measured or tested to ensure proper system or equipment operation and accuracy,
and to ensure intended mission goals are met.

5.1.1.1 Selecting TMDE. This assessment of parameters shall be used by the contractor as the basis for
recommending or selecting TMDE and developing support documentation.

5.1.1.2 Sequence of relationship. This assessment of parameters shall portray the logical sequence of
relationship within and between the system, subsystem, and equipment, and identify the parameters
requiring measurement and verification.

a. System parameters are those parameters that require measurement and verification to ensure proper
operation and nondegradation of the system so the mission requirements of the system can be accomplished.

b. Subsystem parameters are those parameters that require test and measurement to ensure
interchangeability, proper operation, and nondegradation of the subsystem when integrated into the
complete system.
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c. Equipment parameters are those parameters that require test and measurcment to ensure
mterchangeability, proper operation, and nondegradation of the cquipment when used as part of or
connected with the system or subsystem.

5.1.1.3 Description of items. The system, subsystem, equipment, assembly, module, or component that
has parameters that requirc mcasurement shall be identified by nomenclature, manufacturcr and
manufacturer's code, part or model number, and type designation. If an item docs not have an approved
part number, but does have an approved or proposed end item spccification number or systcm number. that
number shall be referenced. Each requirement shall identify:

a. Function: The function (specific input, output, or othcr charactceristic which has units of
measurcment such as volts, frequency, power, current, length, force, ctc.) which must be measured, tested,
checked, or adjusted to determine or maintain the item's opcrational condition.

b. Opcrational range or specific value: The range of values or actual valuc that shall bc mcasured to
satisfy operational requirements.

c. Operational Tolerance: The tolerance of the range or specific valuc within which thc cquipment
must perform to meet operational specifications.

d. Interval: The contractor shall recommend a maximum time lapsc between tests or other method of
scheduling tests.

¢. Built-In Test (BIT) and Built-In Test Equipment (BITE). For paramcters of Built-In Test (BIT) and
Built-In Test Equipment (BITE), or other internal measurements which are part of the operational
equipment requiring test or measurement, the nomenclature, manufacturer or code, part number or model
number, rangc and accuracy of the item shall be identificd. as well as the paramcters being monitored or
generated. When built-in references arc employed, a method of test or measurcment shall be identificd or,
if not required, a narrative justification shall be documented.

5.2 Systcm, subsystem, and cquipment test points.  The contractor shall cnsurc measurements can be
accomplished: 1.c., test points are identified in technical data, can be found in the system and cquipment,
and are accessible with minimum disturbance to configuration of the system and cquipment.

5.3 Test, mecasurcment, and di ic ipment (TMDE).

5.3.1 TMDE. The contractor shall cnsurc that TMDE is rccommended to satisfy all measurcment
requircments identificd in accordance with 5.1.

a. The equipment recommended shall be capable of functioning in the system opcrational mcasurcment
cnvironment and satisfy all parameters of each measurement in accordance with 5.3.3.

b. The contractor shall asscss TMDE specifications in support of mcasurcment requirements identified

in accordance with 5.1. Where several items of TMDE arc used in combination, the overall test
configuration specification and accuracy shall be considered.



MIL-STDP-14839B Bl 9999911 048409) 437 EN

MIL-STD 1839B

5.3.2 TMDE in support of other TMDE.

a. Thc contractor shall identify calibration equipment and standards required support TMDE
rccommcendations in accordance with 5.3.1 which are not currently supportable (i.c. not listed with
calibration procedures and intervals) by the applicable Military Department metrology and calibration
program. Refer to Air Forcc TO 33K-1-100-1/2, Army TB 43-180, Navy NAVAIR 17-35MTL-1, or
Marine Corps TM-10510-14/1 to determine TMDE supportability. Refer to Air Force TO 33K-1-101,
Army TB 43-180 or Navy NAVAIR 17-35NCE-1 and MIL-HDBK-300 to identify cxisting Military
Dcpartment calibration cquipment and standards.

b. The calibration equipment and standards identificd shall satisfy all parameters of cach measurement
in accordance with 5.3.3.

c. The contractor shall assess specifications of the calibration cquipment and standards used in support
of other TMDE. Where several items are used in combination to support other TMDE, the ovcrall test
configuration specification and accuracy shall be considered.

5.3.3 Test accuracy ratio (TAR). Unless othcrwise specified, the recommended TMDE shall be capable of
mcasuring or generating to a highcr accuracy than the measurement parameters being supported. A
minimum TAR of 4 to 1 is requircd. The actual TAR shall be documented.

a. Ifa TAR of 4 to 1 cannot be achicved, the contractor shall analyze the measurement requirements
and justify the Icsscr TAR.

b. A minimum TAR of 4 to 1 is required when an actual test is being conducted to characterize
performancc of opcrational cquipment or to calibrate othcr TMDE.

c. ATAR of 4 to | is not required when the TMDE only provides input stimuli which is not used to
characterize performance of the operational equipment or other TMDE. In this case, the TAR does not
need to be greater than 1 to 1.

5.3.4 Automatic Test Equipment (ATE).

5.3.4.1 ATE design. The ATE performance specifications shall bc more accuratc than the system or
equipment operational rcquirements. (See 5.3.3)).

5.3.4.2 ATE Technical Description.

a. The contractor shall assess the complete measurement and stimuli capabilities that can be made
available at the ATE UUT interface.

b. The contractor shall determinc the subset of ATE capabilities aétually used for UUT testing.

c. Support equipment recommended for test, measurcment, and calibration of ATE shall be sclccted to
support ATE capabilities actually being used for UUT testing and ATE self testing.
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5.3.4.3 ATE calibration. The contractor shall assess all functions and parameters required for UUT
testing, ATE self test, and calibration of the ATE. ATE calibration is implemented as a test program set
(TPS) with the program running on the ATE host computer.

a. The calibration TPS shall measure the ATE parameters at the ATE UUT interface.

b. The ATE calibration TPS shall be structured to provide traceability of every calibrated function and
parameter via external standards to approved national standards. To this end, external standards and
calibrated ATE components, used as working or secondary standards, shall be used.

c. The calibration TPS shall not calibrate the ATE to more than a TAR of 4 to 1. This includes, but is
not limited to, the most stringent support requirements of the UUT, self-test, and the calibration TPS itself.

d. In the case of ATE that uses built-in calibration standards, these standards shall be identified with
their full mcasurement and stimuli capabilities. Provisions of 4.2 for accessibility shall apply.

¢. Calibration standards or calibration procedures used to support built-in standards shall be
rccommended.

5.4 Technical data.

5.4.1 The contractor shall ensure all system, subsystem, or equipment measurements required for
operational integrity and accuracy are supported by appropriate test procedures or directions in the
applicable technical documentation.

5.4.2 The test procedurcs or dircctions in the technical documentation shall show usc of approved SE.

5.4.3 A cross reference shall be maintained between required system, subsystem. or equipment tests and
technical documentation.

5.5 Calibration and Measurements Requirements Summary (CMRS). When required by the contract, data
developed in Section 5. shall be used by the contractor to preparc a CMRS in accordance with 6.3.

6. NOTES

(This section contains information of a general or explanatory naturc which may be helpful, but is not
mandatory)

6.1 Intended use. This document provides a means for calibration and measurcment traceability to ensure
system and equipment operational intcgrity and accuracy.

6.2 Issuc of DoDISS. When this standard is used in acquisition, the applicabic issue of the DoDISS must
be cited in the solicitation (scc 2.2.1).
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6.3 Associated Data Itcm Descriptions (DIDs).  This standard is cited in DoD 5010.12-L, Acquisition
Management Systems and Data Requirements Control List (AMSDL). as the source document for the
following DID. When it is nccessary to obtain the data, the applicable DID must be listed on the Contract
Data Requircments List (DD Form 1423), except where the DoD Federal Acquisition Regulation
Supplement cxempts the requirement for a DD Form 1423,

DID Number DID Title
DI-QCIC-80278 Calibration and Mcasurcment Requirements Summary (CMRS)

The above DID was current as of the datc of this standard. The current issuc of thc AMSDL must be
rescarched to cnsurc that only current and approved DIDs are cited on the DD Form 1423.

6.4 Military department regulatory documents
The following documents arc for information only:
AF Instruction 21-113 Air Force Metrology and Calibration (AFMETCAL) Program

Ammy Rcgulation 750-43  Army Test, Mcasurement, and Diagnostic Equipment Calibration and

Rcpair Support Program

NAVELEX 4355.2 Dcpartment of the Navy Metrology and Calibration (METCAL) Program

TO 00-20-14 Air Force Mctrology and Calibration Program

TB 750-25 Maintenancc of Supplics and Equipment: Army Test, Measurcment, and
Diagnostic (TMDE) Calibration and Repair Support Program

OPNAYV 4790.2 Naval Aviation Maintcnance Program

TO 33-1-27 Logistic Support of Precision Mcasurcment Equipment in FSC

MCO 4733.1 MARCOR Test, Mcasurement, and Diagnostics Equipment Calibration

and Maintenance Program

SC-6625 Support Concept for MACOR TMDE

6.5 Subjcct term (kcyword) listing.

Accuracy Tcsts
Checked Traceability
Metrology Specifications
Parameters Standards
66 C from previous issue. Marginal notations are not used in this revision to identify changes with

respect to the previous issuc do to the extent of the changes.
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